[Measurement of venous pressure by the pneumatic captor and transmitter. Experimental study].
The results are reported of experimental testing of a non-invasive method for pressure measurement in esophageal varices. The correlation between measurements of venous pressure by pneumatic captor and electronic manometer and those by water column is excellent for pressure ranging between 13 and 44.5 cm H2O.